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Processus d'installation de ReadClip Exago - Imago sur votre PC

1. Décompressez le fichier ZIP joint « IMAGO ou EXAGO.zip »
2. Exécutez le fichier « setup.exe »
3. Cliquez sur « Next »

i% ReadClip

Welcome to the ReadClip Setup Wizard

The ingtaller will guide vou through the steps required to install BeadClip on your compiter.

WARMIMG: This computer program iz protected by copenght law and international treaties.
|Inauthorized duplication or distribution of this program, or ang portion of it may result in severe civi
or criminal penalties, and will be prosecuted to the masimum extent pozsible under the law,

Cancel ¢ Bach Mewxt »

4. Cliquez sur « Next »

Version 1 du 28/03/11 EXAGO-IMAGO read clip process Page 1/6



BECM

Echo Control Medical

i& ReadClip

Select Installation Folder

The ingtaller will inztall BeadClip to the following folder.

Toinztall in thiz folder, click "Mext'. To install to a different folder, enter it below or click "Browse"'.

Folder:
C:AProgram Filesh\ExAG0NReadCliph Browsze. .
Dizk Cost...
Inztall BeadChp for pourself, ar for anyone who uses thiz computer:
" Ewveryone
& Just me
Cancel <Back | [MTHers

5. Cliquez sur « Next »

i& ReadClip

Confirm Installation

The inztaller iz ready to install ReadClip on pour computer.

Click "Mest" to start the installation.

Cancel < Back MHewt >

6. Attendez durant l'installation
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i ReadClip =

Installing ReadClip

ReadClip iz being inztalled.

Pleaze wat...

7. Cliquez sur « Close »

i® ReadClip A=

Installation Complete

ReadClip has been successfully installed.

Click "Cloze" to exit,

Pleaze uze Windows Update to check for any critical updates to the MET Framewarl:.

8. Partez « Exago ReadClip » des programmes Menu Start/All
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9. La fenétre suivante va ouvrir :

ReadClip

Abouk

FR:

Probeld
Preset

Gain
Freq
Power
Dyn

0/124

J0marn

10. Dans le menu « File », cliquez sur « Open »

11. Sélectionnez le format du clip Exago « .cine »
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Mo du fichier 030101120043 cine v| [ owir |

£

Favoriz rézeau | Fichiers de bupe: |Eineln:n:||:| Files[" g vl [ Arinuler ]

12. Cliquez sur « Play/Stop »
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2003/01,01
12:01

FR:40

C3e0Y
Basique

Gain 0

Freq 3.50MHz
Power 100%
Dyn 60OdB

51/124

120mm

G Images ' 030101-120043.cine

13. Pour fermer l'application, cliquez sur « File » puis « Exit »
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